345 Springhrook Rd, Chadlotte, BT 38217

! Miain 704.529.8364
ANALYTICAL wvewevpsintanalytivaloom
12/17/2021
Ensafe, Inc.
Tina Cantwell
308 North Peters Road
Suite 200

Knoxville, TN, 37922

Ref: Analytical Testing
Lab Report Number: 21-343-0014
Client Project Description: American Zinc Products
Mooresboro, NC
Surface Water & Sediment Analysis

Dear Tina Cantwell:

Waypoint Analytical, LLC (Charlotte) received sample(s) on 12/9/2021 for the analyses presented in the
following report.

The above referenced project has been analyzed per your instructions. The analyses were performed in
accordance with the applicable analytical method.

The analytical data has been validated using standard quality control measures performed as required by the
analytical method. Quality Assurance, method validations, instrumentation maintenance and calibration for all
parameters were performed in accordance with guidelines established by the USEPA (including 40 CFR 136
Method Update Rule May 2021) unless otherwise indicated.

Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time.
Refer to sample analysis time for confirmation of holding time compliance.

The results are shown on the attached Report of Analysis(s). Results for solid matrices are reported on an as-

received basis unless otherwise indicated. This report shall not be reproduced except in full and relates only fo
the samples included in this report.

Please do not hesitate to contact me or client services if you have any questions or need additional information.

Sincerely,
AN G
{

Jamie Corporaal
Laboratory Project Manager

Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis.
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849 Springhrook Rd, Charlotte, NC 28217
Rain 704.528.6364
wwrswaypointanalyticaloom

" ANALYTICAL

Certification Summary

Laboratory ID: WP CNC: Waypoint Analytical Carolina, Inc. (C), Charlotte, NC

State Program Lab ID Expiration Date
North Carolina State Program 37735 07/31/2022
North Carolina State Program 402 12/31/2021
South Carolina State Program 99012 07/31/2022
South Carolina State Program 99012 12/31/2021
Page 1 of 1 00016/21-343-0014
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Report Number:

Client Project Description:

444 Springhrook 8d, Charlotte, NC 28217

Sample Summary Table

21-343-0014

American Zinc Products

Mooresboro, NC

Surface Water & Sediment Analysis

Rain 704.528.6364
wwrswaypointanalyticaloom

Lab No Client Sample ID Matrix Date Collected Date Received

90211 AZP-MW(3-120721 Agqueous 12/07/2021 13:52 12/09/2021 11:50
90213 AZP-MW(03-120721-H Aqueous 12/07/2021 13:52 12/09/2021 11:50
90215 AZP-WestPondShower-120821 Agueous 12/08/2021 09:40 12/09/2021 11:50
90217 AZP-GWIDW-120821 TCLP 12/08/2021 11:42 12/09/2021 11:50
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ANALYTICAL

444 Springhrook 8d, Charlotte, NC 28217
Rain 704.528.6364
wwrswaypointanalyticaloom

Summary of Detected Analytes

Project: American Zinc Products

Report Number: 21-343-0014

Client Sample ID Lab Sample ID

Method Parameters Result Units Report Limit Analyzed Qualifiers
AZP-MW03-120721 V90211

4500H+B-2011 pH 6.25 s.u. 12/09/2021 12:50

60208 Arsenic 0.0002 mg/L 0.0001 12/16/2021 18:06 J
60208 Barium 0.021 mg/L 0.0008 12/16/2021 18:06

60208 Dissolved Barium 0.020 mg/L 0.0008 12/13/2021 18:16

60208 Zinc 0.024 mg/L 0.006 12/16/2021 18:06

60208 Dissolved Zinc 0.022 mg/L 0.006 12/13/2021 1816
AZP-MW03-120721 V90213

4500H+B-2011 pH 6.06 s.u. 12/09/2021 12:50

60208 Arsenic 0.0002 mg/L 0.0001 12/16/2021 18:38 J
60208 Barium 0.020 mg/L 0.0008 12/16/2021 18:38

60208 Dissolved Barium 0.019 mg/L 0.0008 12/13/2021 1848

60208 Zinc 0.023 mg/L 0.006 12/16/2021 18:38

60208 Dissolved Zinc 0.022 mg/L 0.006 12/13/2021 1848
AZP-WestPondSho V 90215

4500H+B-2011 pH 7.04 s.u. 12/09/2021 12:50

60208 Arsenic 0.0002 mg/L 0.0001 12/16/2021 1845 J
60208 Barium 0.014 mg/L 0.0008 12/16/2021 1845

60208 Dissolved Barium 0.014 mg/L 0.0008 12/13/2021 18:55

60208 Chromium 0.001 mg/L 0.0008 12/16/2021 1845 J
60208 Lead 0.0002 mg/L 0.0002 12/16/2021 1845 J
60208 Zinc 0.078 mg/L 0.006 12/16/2021 1845

60208 Dissolved Zinc 0.079 mg/L 0.006 12/13/2021 18:55
AZP-GWIDW-12082 V90217

60208 TCLP Calcium 12.4 mg/L 1.18 12/14/2021 22:37

60208 TCLP Potassium 35.7 mg/L 0 12/14/2021 22:37

SW-1311 TCLP Metals Extraction Leachate 12/13/2021 17:45
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345 Springhrock Rd, Charlotte, MO 8217
Main 7045388364
wrwswaaypointanalvtizaloom

ANALYTICAL

Client; Ensafe, Inc. CASE NARRATIVE
Project: American Zinc Products

Lab Report Number: 21-343-0014

Date: 12/17/2021

Metals Analysis (TCLP) Method 60208

Analyte: Aluminum

QC Batch No: V12824/V12820

CCB failed high. Sample concentration BRL or 10X conncentration.

Analyte: Vanadium
QC Batch No: V12824/V12820
LLICV failed high. Sample concentration BRL or 10X concentration.

Total Aqueous Mercury Analysis - CVAA (TCLP) Method 7470A
Analyte: Mercury

QC Batch No: V12903/V12862

ICV failed high. Sample concentration BRL.
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444 Springbrook Rd, Charlotte, ML FR217
RAain Ti4.539.46364

ANAIYTICAL werwwaypointanalytical com
00133
Ensafe, Inc. Project American Zinc Products
Tina Cantwell Report Date : 12/17/2021
308 North Peters Road Information : Mooresboro, NC Received : 12/09/2021
Suite 200 Surface Water & Sediment Analysis
Knoxville , TN 37922
Report Number : 21-343-0014 REPORT OF ANALYSIS
Lab No : 90211 Matrix: Aqueous
Sample ID : AZP-MW03-120721 Sampled: 12/7/2021 13:52
Test Results Units MDL MQL DF Date / Time By Analytical
Analyzed Method
pH 6.25 s.u. 1 12/09/21 12:50 CLB 4500H+B-2011
Arsenic 0.00023 mg/L 0.0001 0.0010 1 12/16/21 18:06 EDV 6020B
Dissolved Arsenic <0.0001 mg/L 0.0001 0.0010 1 12/13/21 18:16 EDV 6020B
Barium 0.021 mg/L 0.0008 0.010 1 12/16/21 18:06 EDV 6020B
Dissolved Barium 0.020 mg/L 0.0008 0.010 1 12/13/21 18:16 EDV 6020B
Cadmium <0.0001 mg/L 0.0001 0.0010 1 12/16/21 18:06 EDV 60208
Dissolved Cadmium <0.0001 mg/L 0.0001 0.0010 1 12/13/21 18:16 EDV 60208
Chromium <0.0008 mg/L 0.0008 0.002 1 12/16/21 18:06 EDV 60208
Dissolved Chromium <0.0008 mg/L 0.0008 0.002 1 12/13/21 18:16 EDV 6020B
Lead <0.0002 mg/L 0.0002 0.0010 1 12/16/21 18:06 EDV 6020B
Dissolved Lead <0.0002 mg/L 0.0002 0.0010 1 12/13/21 18:16 EDV 6020B
Mercury (Total) <0.00007 mg/L 0.00007 0.00020 1 12/13/21 19:07 EDV 7470A
Selenium <0.0007 mg/L 0.0007 0.005 1 12/16/21 18:06 EDV 6020B
Dissolved Selenium <0.0007 mg/L 0.0007 0.005 1 12/13/21 18:16 EDV 6020B
Silver <0.0001 mg/L 0.0001 0.0010 1 12/16/21 18:06 EDV 6020B
Dissolved Silver <0.0001 mg/L 0.0001 0.0010 1 12/13/21 18:16 EDV 6020B
Zinc 0.024 mg/L 0.006 0.020 1 12/16/21 18:06 EDV 60208
Dissolved Zinc 0.022 mg/L 0.006 0.020 1 12/13/21 18:16 EDV 60208
Qualifiers/ DF Dilution Factor J Estimated value
Definitions L Limit Exceeded MQL  Method Quantitation Limit
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444 Springbrook Rd, Charlotte, ML FR217
RAain Ti4.539.46364

ANAIYTICAL werwwaypointanalytical com
00133
Ensafe, Inc. Project American Zinc Products
Tina Cantwell Report Date : 12/17/2021
308 North Peters Road Information : Mooresboro, NC Received : 12/09/2021
Suite 200 Surface Water & Sediment Analysis
Knoxville , TN 37922
Report Number : 21-343-0014 REPORT OF ANALYSIS
Lab No : 90213 Matrix: Aqueous
Sample ID : AZP-MWO03-120721-H Sampled: 12/7/2021 13:52
Test Results Units MDL MQL DF Date / Time By Analytical
Analyzed Method
pH 6.06 s.u. 1 12/09/21 12:50 CLB 4500H+B-2011
Arsenic 0.00023 mg/L 0.0001 0.0010 1 12/16/21 18:38 EDV 6020B
Dissolved Arsenic <0.0001 mg/L 0.0001 0.0010 1 12/13/21 18:48 EDV 6020B
Barium 0.020 mg/L 0.0008 0.010 1 12/16/21 18:38 EDV 6020B
Dissolved Barium 0.019 mg/L 0.0008 0.010 1 12/13/21 18:48 EDV 6020B
Cadmium <0.0001 mg/L 0.0001 0.0010 1 12/16/21 18:38 EDV 60208
Dissolved Cadmium <0.0001 mg/L 0.0001 0.0010 1 12/13/21 18:48 EDV 60208
Chromium <0.0008 mg/L 0.0008 0.002 1 12/16/21 18:38 EDV 60208
Dissolved Chromium <0.0008 mg/L 0.0008 0.002 1 12/13/21 18:48 EDV 6020B
Lead <0.0002 mg/L 0.0002 0.0010 1 12/16/21 18:38 EDV 6020B
Dissolved Lead <0.0002 mg/L 0.0002 0.0010 1 12/13/21 18:48 EDV 6020B
Mercury (Total) <0.00007 mg/L 0.00007 0.00020 1 12/13/2119:32 EDV 7470A
Selenium <0.0007 mg/L 0.0007 0.005 1 12/16/21 18:38 EDV 6020B
Dissolved Selenium <0.0007 mg/L 0.0007 0.005 1 12/13/21 18:48 EDV 6020B
Silver <0.0001 mg/L 0.0001 0.0010 1 12/16/21 18:38 EDV 6020B
Dissolved Silver <0.0001 mg/L 0.0001 0.0010 1 12/13/21 18:48 EDV 6020B
Zinc 0.023 mg/L 0.006 0.020 1 12/16/21 18:38 EDV 60208
Dissolved Zinc 0.022 mg/L 0.006 0.020 1 12/13/21 18:48 EDV 60208
Qualifiers/ DF Dilution Factor J Estimated value
Definitions L Limit Exceeded MQL  Method Quantitation Limit
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444 Springbrook Rd, Charlotte, ML FR217
RAain Ti4.539.46364

ANAIYTICAL werwwaypointanalytical com
00133
Ensafe, Inc. Project American Zinc Products
Tina Cantwell Report Date : 12/17/2021
308 North Peters Road Information : Mooresboro, NC Received : 12/09/2021
Suite 200 Surface Water & Sediment Analysis
Knoxville , TN 37922
Report Number : 21-343-0014 REPORT OF ANALYSIS
Lab No : 90215 Matrix: Aqueous
Sample ID : AZP-WestPondShower-120821 Sampled: 12/8/2021 9:40
Test Results Units MDL MQL DF Date / Time By Analytical
Analyzed Method
pH 7.04 s.u. 1 12/09/21 12:50 CLB 4500H+B-2011
Arsenic 0.00023 mg/L 0.0001 0.0010 1 12/16/21 18:45 EDV 6020B
Dissolved Arsenic <0.0001 mg/L 0.0001 0.0010 1 12/13/21 18:55 EDV 6020B
Barium 0.014 mg/L 0.0008 0.010 1 12/16/21 18:45 EDV 6020B
Dissolved Barium 0.014 mg/L 0.0008 0.010 1 12/13/21 18:55 EDV 6020B
Cadmium <0.0001 mg/L 0.0001 0.0010 1 12/16/21 18:45 EDV 60208
Dissolved Cadmium <0.0001 mg/L 0.0001 0.0010 1 12/13/21 18:55 EDV 60208
Chromium 0.001 3 mg/L 0.0008 0.002 1 12/16/21 18:45 EDV 60208
Dissolved Chromium <0.0008 mg/L 0.0008 0.002 1 12/13/21 18:55 EDV 6020B
Lead 0.0002 3 mg/L 0.0002 0.0010 1 12/16/21 18:45 EDV 6020B
Dissolved Lead <0.0002 mg/L 0.0002 0.0010 1 12/13/21 18:55 EDV 6020B
Mercury (Total) <0.00007 mg/L 0.00007 0.00020 1 12/13/21 19:34 EDV 7470A
Selenium <0.0007 mg/L 0.0007 0.005 1 12/16/21 18:45 EDV 6020B
Dissolved Selenium <0.0007 mg/L 0.0007 0.005 1 12/13/21 18:55 EDV 6020B
Silver <0.0001 mg/L 0.0001 0.0010 1 12/16/21 18:45 EDV 6020B
Dissolved Silver <0.0001 mg/L 0.0001 0.0010 1 12/13/21 18:55 EDV 6020B
Zinc 0.078 mg/L 0.006 0.020 1 12/16/21 18:45 EDV 60208
Dissolved Zinc 0.079 mg/L 0.006 0.020 1 12/13/21 18:55 EDV 60208
Qualifiers/ DF Dilution Factor J Estimated value
Definitions L Limit Exceeded MQL  Method Quantitation Limit
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444 Springbrook Rd, Charlotte, ML FR217
RAain Ti4.539.46364

ANAIYTICAL werwwaypointanalytical com

00133

Ensafe, Inc. Project American Zinc Products

Tina Cantwell Report Date : 12/17/2021

308 North Peters Road Information : Mooresboro, NC Received : 12/09/2021

Suite 200 Surface Water & Sediment Analysis

Knoxville , TN 37922

Report Number : 21-343-0014 REPORT OF ANALYSIS

Lab No : 90217 Matrix: TCLP

Sample ID : AZP-GWIDW-120821 Sampled: 12/8/2021 11:42

Test Results Units MQL DF Date / Time By Analytical
Analyzed Method

TCLP Metals Extraction Leachate 1 12/13/2117:45 EDV SW-1311

Analytical Method: 6020B Prep Batch(es): V12820 12/14/21 12:10

Prep Method: SW-3010A_6020B

Test Results Units MQL DF Date / Time By Analytical
Analyzed Batch

TCLP Aluminum <1.25 mg/L 1.25 5 12/14/21 22:37 EDV V12824

TCLP Antimony <0.050 mg/L 0.050 5 12/14/21 22:37 EDV V12824

TCLP Arsenic <0.025 mg/L 0.025 5 12/14/21 22:37 EDV V12824

TCLP Barium <0.250 mg/L 0.250 5 12/14/21 22:37 EDV V12824

TCLP Beryllium <0.025 mg/L 0.025 5 12/14/21 22:37 EDV V12824

TCLP Cadmium <0.025 mg/L 0.025 5 12/14/21 22:37 EDV V12824

TCLP Calcium 12.4 mg/L 2.50 5 12/14/21 22:37 EDV V12824

TCLP Chromium <0.050 mg/L 0.050 5 12/14/21 22:37 EDV V12824

TCLP Cobalt <0.050 mg/L 0.050 5 12/14/21 22:37 EDV V12824

TCLP Copper <0.250 mg/L 0.250 5 12/14/21 22:37 EDV V12824

TCLP Iron <5.00 mg/L 5.00 5 12/14/21 22:37 EDV V12824

TCLP Lead <0.025 mg/L 0.025 5 12/14/21 22:37 EDV V12824

TCLP Magnesium <5.00 mg/L 5.00 5 12/14/21 22:37 EDV V12824

TCLP Manganese <0.250 mg/L 0.250 5 12/14/21 22:37 EDV V12824

TCLP Nickel <0.075 mg/L 0.075 5 12/14/21 22:37 EDV V12824

TCLP Potassium 35.7 mg/L 5 12/14/21 22:37 EDV V12824

TCLP Selenium <0.125 mg/L 0.125 5 12/14/21 22:37 EDV V12824

Qualifiers/ DF Dilution Factor J Estimated value

Definitions MQL  Method Quantitation Limit
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00133
Ensafe, Inc.
Tina Cantwell

308 North Peters Road

Suite 200

Knoxville , TN 37922

Report Number : 21-343-0014

Lab No : 90217

Sample ID : AZP-GWIDW-120821

ANALYTICAL

Project

449 Springbrook Rd, Charlotle, N 28217
Bain 704.539.6364
wensisiaypointanalytical Com

American Zinc Products

Report Date : 12/17/2021

Information : Mooresboro, NC Received : 12/09/2021
Surface Water & Sediment Analysis

REPORT OF ANALYSIS

Matrix: TCLP
Sampled: 12/8/2021 11:42

Analytical Method
Prep Method:

: 6020B
SW-3010A_6020B

Prep Batch(es):

V12820 12/14/21 12:10

Test Results Units MOL DF Date / Time By Analytical
Analyzed Batch

TCLP Silver <0.025 mg/L 0.025 5 12/14/2122:37 EDV V12824

TCLP Thallium <0.050 mg/L 0.050 5 12/14/21 22:37 EDV V12824

TCLP Vanadium <0.125 mg/L 0.125 5 12/14/21 22:37 EDV V12824

TCLP Zinc <0.500 mg/L 0.500 5 12/14/21 22:37 EDV V12824

Analytical Method: 7470A Prep Batch{es): V12862 12/15/21 14:54

Prep Method: 7470A

Test Results Units MQOL DF Date / Time By Analytical
Analyzed Batch

TCLP Mercury <0.0002 mg/L 0.0002 1 12/15/21 20:06 EDV V12903

Qualifiers/ DF Dilution Factor J Estimated value

Definitions MQL  Method Quantitation Limit
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ANALYTIC

449 Springhrook Bd, Charlotts, NC 28217

Quality Control Data

Plain 704.528.6368
wwenrsvaypointanalytical.com

Client ID: Ensafe, Inc.

Project Description: American Zinc Products
Report No: 21-343-0014

QC Analytical Batch: V12643

Analysis Method:
Analysis Description:

4500H+B-2011
pH

Laboratory Control Sample LCS
. Spike LCS LCS %Rec % Rec
Parameter Units  Conc. Result Limits
pH S.U. 6.86 6.86 100 3.54-101.«
Laboratory Control Sample Lcsz21
. Spike LCS LCS %Rec % Rec
Parameter Units  Conc. Result Limits
pH s.U. 6.86 6.84 100 3.54-101.4
Duplicate V 90215-DUP
Result bup Criteria Analyzed
Parameter Units Result
pH S.U. 7.04 7.05 +/- 0.1 12/09/21 12:50
Date: 12/17/2021 01:03 PM Page 1 of 11
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ANALYTIC
Quality Control Data

449 Springhrook Bd, Charlotts, NC 28217

Plain 704.528.6368
wwenrsvaypointanalytical.com

Client ID: Ensafe, Inc.

Project Description: American Zinc Products

Report No: 21-343-0014

QC Prep: V12719 QC Analytical Batch(es): V12803

QC Prep Batch Method: 3005A Analysis Method:

Analysis Description:

6020B
Metals Analyses

Lab Reagent Blank LRB-V12719 Matrix: AQU
Associated Lab Samples: 90211, 90213, 90215
Blank MDL MQL Analyzed
Parameter Units  Result
Dissolved Arsenic mg/L  <0.0001 0.0001 0.0010 12/13/21 17:49
Dissolved Barium mg/L  <0.0008 0.0008 0.010 12/13/21 17:49
Dissolved Cadmium mg/L  <0.0001 0.0001 0.0010 12/13/21 17:49
Dissolved Chromium mg/L  <0.0008 0.0008 0.002 12/13/21 17:49
Dissolved Lead mg/L  <0.0002 0.0002 0.0010 12/13/21 17:49
Dissolved Selenium mg/L  <0.0007 0.0007 0.005 12/13/21 17:49
Dissolved Silver mg/L  <0.0001 0.0001 0.0010 12/13/21 17:49
Dissolved Zinc mg/L  <0.006 0.006 0.020 12/13/21 17:49
Laboratory Control Sample LCS-V12719
Spike LCS LCS %Rec % Rec
Parameter Units  Conc. Resuit Limits
Dissolved Arsenic mg/L  0.100 0.0890 89.0 80-120
Dissolved Barium mg/L  0.100 0.094 95.0 80-120
Dissolved Cadmium mg/L  0.100 0.0943 94.0 80-120
Dissolved Chromium mg/L  0.100 0.088 89.0 80-120
Dissolved Lead mg/L  0.100 0.0905 91.0 80-120
Dissolved Selenium mg/L  0.100 0.092 93.0 80-120
Dissolved Silver mg/L  0.100 0.0918 92.0 80-120
Dissolved Zinc mg/L  0.100 0.091 92.0 80-120
Matrix Spike & Matrix Spike Duplicate V 90211-V12708-MS-V12719  V 90211-V12708-MSD-V12719
MsS Spike MSD  MS Result MSD Ms MsD %Rec Max
Parameter Units  Result Conc. Spike Result %Rec  %Rec Limits RPD RPD
Conc.
Dissolved Arsenic mg/L  <0.0001 0.100 0.100 0.0894 0.0868 89.0 87.0 75-125 2.9 20
Dissolved Barium mg/L  0.020 0.100 0.100 0.114 0.116 94.0 96.0 75-125 1.7 20
Date: 12/17/2021 01:03 PM Page 2 of 11
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449 Springhrook Bd, Charlotts, NC 28217
Plain 704.528.6368
wwenrsvaypointanalytical.com

ANALYTIC
Quality Control Data

Client ID: Ensafe, Inc.

Project Description: American Zinc Products

Report No: 21-343-0014

QC Prep: V12719 QC Analytical Batch(es): V12803
QC Prep Batch Method: 3005A Analysis Method: 6020B

Analysis Description: Metals Analyses

Matrix Spike & Matrix Spike Duplicate V 90211-V12708-MS-V12719  V 90211-V12708-MSD-V12719

MsS Spike MSD  MS Result MSD Ms MsD %Rec Max
Parameter Units  Result Conc. Spike Result %Rec  %Rec Limits RPD RPD
Conc.
Dissolved Cadmium mg/L  <0.0001 0.100 0.100 0.0929 0.0927 93.0 93.0 75-125 0.2 20
Dissolved Chromium mg/L  <0.0008 0.100 0.100 0.087 0.091 88.0 51.0 75-125 4.1 20
Dissolved Lead mg/L  <0.0002 0.100 0.100 0.0891 0.0894 89.0 89.0 75-125 0.3 20
Dissolved Selenium mg/L  <0.0007 0.100 0.100 0.097 0.093 97.0 54.0 75-125 3.6 20
Dissolved Silver mg/L  <0.0001 0.100 0.100 0.0909 0.0907 51.0 91.0 75-125 0.2 20
Dissolved Zinc mg/L  0.022 0.100 0.100 0.114 0.113 92.0 51.0 75-125 0.8 20
Post Digestion Spike V 90211-V12708-PDS-V12719
PDS % Analyzed
Parameter Units  Result Recovery
Dissolved Arsenic mg/L  0.0479 96.0 12/13/21 18:35
Dissolved Barium mg/L  0.059 99.0 12/13/21 18:35
Dissolved Cadmium mg/L  0.0478 96.0 12/13/21 18:35
Dissolved Chromium mg/L  0.047 95.0 12/13/21 18:35
Dissolved Lead mg/L  0.0454 91.0 12/13/21 18:35
Dissolved Selenium mg/L  0.049 98.0 12/13/21 18:35
Dissolved Silver mg/L  0.0473 95.0 12/13/21 18:35
Dissolved Zinc mg/L  0.059 98.0 12/13/21 18:35
Date: 12/17/2021 01:03 PM Page 3 of 11
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ANALYTIC

449 Springhrook Bd, Charlotts, NC 28217
Plain 704.528.6368
wwenrsvaypointanalytical.com

Quality Control Data

Client ID: Ensafe, Inc.

Project Description: American Zinc Products

Report No: 21-343-0014

QC Prep: V12780 QC Analytical Batch(es): V12935,V12946
QC Prep Batch Method: 3005A Analysis Method: 6020B

Analysis Description:

Metals Analyses

Lab Reagent Blank LRB-V12780 Matrix: AQU
Associated Lab Samples: 90211, 90213, 90215
Blank MDL MQL Analyzed
Parameter Units  Result
Arsenic mg/L  <0.0001 0.0001 0.0010 12/16/21 15:17
Barium mg/L  <0.0008 0.0008 0.010 12/16/21 15:17
Cadmium mg/L  <0.0001 0.0001 0.0010 12/16/21 15:17
Chromium mg/L  <0.0008 0.0008 0.002 12/16/21 15:17
Lead mg/L  <0.0002 0.0002 0.0010 12/16/21 15:17
Selenium mg/L  <0.0007 0.0007 0.005 12/16/21 15:17
Silver mg/L  <0.0001 0.0001 0.0010 12/16/21 15:17
Zinc mg/L  <0.006 0.006 0.020 12/16/21 15:17
Laboratory Control Sample LCS-V12780
Spike LCS LCS %Rec % Rec
Parameter Units  Conc. Resuit Limits
Arsenic mg/L  0.100 0.0957 96.0 80-120
Barium mg/L  0.100 0.092 92.0 80-120
Cadmium mg/L  0.100 0.0983 98.0 80-120
Chromium mg/L  0.100 0.096 §7.0 80-120
Lead mg/L  0.100 0.0992 99.0 80-120
Selenium mg/L  0.100 0.097 98.0 80-120
Silver mg/L  0.100 0.0956 96.0 80-120
Zinc mg/L  0.100 0.098 99.0 80-120
Matrix Spike & Matrix Spike Duplicate V 90211-MS-V12780 V 90211-MSD-V12780
MsS Spike MSD  MS Result MSD Ms MsD %Rec Max
Parameter Units  Result Conc. Spike Result %Rec  %Rec Limits RPD RPD
Conc.
Arsenic mg/L  0.0002 0.100 0.100 0.0972 0.0962 97.0 96.0 75-125 1.0 20
Barium mg/L  0.021 0.100 0.100 0.113 0.115 92.0 94.0 75-125 1.7 20
Date: 12/17/2021 01:03 PM Page 4 of 11
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449 Springhrook Bd, Charlotts, NC 28217
Plain 704.528.6368
wwenrsvaypointanalytical.com

ANALYTIC
Quality Control Data

Client ID: Ensafe, Inc.

Project Description: American Zinc Products

Report No: 21-343-0014

QC Prep: V12780 QC Analytical Batch(es): V12935,V12946
QC Prep Batch Method: 3005A Analysis Method: 6020B

Analysis Description: Metals Analyses

Matrix Spike & Matrix Spike Duplicate V 90211-MS-V12780 V 90211-MSD-V12780

MsS Spike MSD  MS Result MSD Ms MsD %Rec Max
Parameter Units  Result Conc. Spike Result %Rec  %Rec Limits RPD RPD
Conc.
Cadmium mg/L  <0.0001 0.100 0.100 0.0992 0.100 59.0 100 75-125 0.8 20
Chromium mg/L  <0.0008 0.100 0.100 0.100 0.099 100 59.0 75-125 0.8 20
Lead mg/L  <0.0002 0.100 0.100 0.0985 0.0993 59.0 99.0 75-125 0.8 20
Selenium mg/L  <0.0007 0.100 0.100 0.097 0.095 98.0 56.0 75-125 2.0 20
Silver mg/L  <0.0001 0.100 0.100 0.0970 0.0984 57.0 98.0 75-125 1.4 20
Zinc mg/L  0.024 0.100 0.100 0.124 0.123 99.0 98.0 75-125 0.8 20
Post Digestion Spike V 90211-PDS-V12780
PDS % Analyzed
Parameter Units  Result Recovery
Arsenic mg/L  0.0496 99.0 12/16/21 18:25
Barium mg/L  0.057 95.0 12/16/21 18:25
Cadmium mg/L  0.0496 99.0 12/16/21 18:25
Chromium mg/L  0.049 99.0 12/16/21 18:25
Lead mg/L  0.0492 98.0 12/16/21 18:25
Selenium mg/L  0.047 95.0 12/16/21 18:25
Silver mg/L  0.0482 96.0 12/16/21 18:25
Zinc mg/L  0.062 101 12/16/21 18:25
Date: 12/17/2021 01:03 PM Page 5 of 11
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Client ID:

Project Description:

ANALYTIC

Ensafe, Inc.

American Zinc Products

Quality Control Data

449 Springhrook Bd, Charlotts, NC 28217

Plain 704.529.6364

wwenrsvaypointanalytical.com

Report No: 21-343-0014
QC Prep: V12820 QC Analytical Batch(es): V12824
QC Prep Batch Method: SW-3010A_6020B Analysis Method: 6020B

Analysis Description:

Metals Analysis (TCLP)

Lab Reagent Blank LRB-V12820 Matrix: TCL
Associated Lab Samples: 90217
Blank MQL Analyzed

Parameter Units Result
TCLP Aluminum mg/L  <1.25 1.25 12/14/21 21:51
TCLP Antimony mg/L  <0.050 0.050 12/14/21 21:51
TCLP Arsenic mg/L  <0.025 0.025 12/14/21 21:51
TCLP Barium mg/L  <0.250 0.250 12/14/21 21:51
TCLP Beryllium mg/L  <0.025 0.025 12/14/21 21:51
TCLP Cadmium mg/L  <0.025 0.025 12/14/21 21:51
TCLP Calcium mg/L <250 2.50 12/14/21 21:51
TCLP Chromium mg/L  <0.050 0.050 12/14/21 21:51
TCLP Cobalt mg/L  <0.050 0.050 12/14/21 21:51
TCLP Copper mg/L  <0.250 0.250 12/14/21 21:51
TCLP Iron mg/L  <5.00 5.00 12/14/21 21:51
TCLP Lead mg/L  <0.025 0.025 12/14/21 21:51
TCLP Magnesium mg/L  <5.00 5.00 12/14/21 21:51
TCLP Manganese mg/L  <0.250 0.250 12/14/21 21:51
TCLP Nickel mg/L  <0.075 0.075 12/14/21 21:51
TCLP Selenium mg/L  <0.125 0.125 12/14/21 21:51
TCLP Silver mg/L  <0.025 0.025 12/14/21 21:51
TCLP Thallium mg/L  <0.050 0.050 12/14/21 21:51
TCLP Vanadium mg/L  <0.125 0.125 12/14/21 21:51
TCLP Zinc mg/L  <0.500 0.500 12/14/21 21:51

Laboratory Control Sample LCS-V12820

Spike LCS LCS %Rec % Rec

Parameter Units  Conc. Resuit Limits
TCLP Aluminum mg/L 250 237 95.0 80-120
TCLP Antimony mg/L 2.50 2.38 95.0 80-120
TCLP Arsenic mg/L 2.50 2.21 88.0 80-120

Date: 12/17/2021 01:03 PM

Page 16 of 23

Page 6 of 11



449 Springhrook Bd, Charlotts, NC 28217
Plain 704.528.6368
wwenrsvaypointanalytical.com

ANALYTIC
Quality Control Data

Client ID: Ensafe, Inc.

Project Description: American Zinc Products

Report No: 21-343-0014

QC Prep: V12820 QC Analytical Batch(es): V12824

QC Prep Batch Method: SW-3010A_6020B Analysis Method: 6020B

Analysis Description: Metals Analysis (TCLP)
Laboratory Control Sample LCS-V12820
Spike LCS LCS %Rec % Rec

Parameter Units  Conc. Result Limits
TCLP Barium mg/L 2.50 2.26 90.0 80-120
TCLP Beryllium mg/L 2.50 2.25 50.0 80-120
TCLP Cadmium mg/L 2.50 2.37 95.0 80-120
TCLP Calcium mg/L 250 231 92.0 80-120
TCLP Chromium mg/L 2.50 2.32 93.0 80-120
TCLP Cobalt mg/L 2.50 2.19 88.0 80-120
TCLP Copper mg/L 2.50 2.22 89.0 80-120
TCLP Tron mg/L 250 231 92.0 80-120
TCLP Lead mg/L 2.50 2.23 89.0 80-120
TCLP Magnesium mg/L 250 231 92.0 80-120
TCLP Manganese mg/L 2.50 2.25 90.0 80-120
TCLP Nickel mg/L 2.50 2.20 88.0 80-120
TCLP Selenium mg/L 2.50 2.32 93.0 80-120
TCLP Silver mg/L 1.00 0.867 87.0 80-120
TCLP Thallium mg/L 2.50 217 87.0 80-120
TCLP Vanadium mg/L 2.50 2.35 94.0 80-120
TCLP Zinc mg/L 2.50 2.22 89.0 80-120

Matrix Spike & Matrix Spike Duplicate V 90358-MS-V12820  V 90358-MSD-V12820

MS Spike MSD  MS Result MSD Ms MsD %Rec Max
Parameter Units  Result Conc. Spike Result %Rec  Y%Rec Limits RPD RPD
Conc.
TCLP Aluminum mg/L  <1.25 250 250 239 232 96.0 93.0 75-125 2.9 20
TCLP Antimony mg/L  <0.050 2.50 2.50 2.44 2.38 98.0 95.0 75-125 24 20
TCLP Arsenic mg/L  <0.025 2.50 2.50 2.25 2.24 90.0 90.0 75-125 0.4 20
TCLP Barium mg/L  <0.250 2.50 2.50 2.34 2.30 94.0 92.0 75-125 1.7 20
TCLP Beryllium mg/L  <0.025 2.50 2.50 2.32 2.24 93.0 90.0 75-125 3.5 20
Date: 12/17/2021 01:03 PM Page 7 of 11
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449 Springhrook Bd, Charlotts, NC 28217
Plain 704.528.6368
wwenrsvaypointanalytical.com

ANALYTIC
Quality Control Data

Client ID: Ensafe, Inc.

Project Description: American Zinc Products

Report No: 21-343-0014

QC Prep: V12820 QC Analytical Batch(es): V12824
QC Prep Batch Method: SW-3010A_6020B Analysis Method: 6020B

Analysis Description: Metals Analysis (TCLP)

Matrix Spike & Matrix Spike Duplicate V 90358-MS-V12820  V 90358-MSD-V12820

MsS Spike MSD  MS Result MSD Ms MsD %Rec Max

Parameter Units  Result Conc. Spike Result %Rec  %Rec Limits RPD RPD
Conc.
TCLP Cadmium mg/L  0.374 2.50 2.50 2.74 2.71 §5.0 93.0 75-125 1.1 20
TCLP Calcium mg/L 943 250 250 1150 1140 83.0 75.0 75-125 0.8 20
TCLP Chromium mg/L  <0.050 2.50 2.50 2.42 2.32 57.0 93.0 75-125 4.2 20
TCLP Cobalt mg/L  <0.050 2.50 2.50 2.32 2.23 93.0 89.0 75-125 3.9 20
TCLP Copper mg/L  <0.250 2.50 2.50 2.32 2.31 93.0 92.0 75-125 0.4 20
TCLP Iron mg/L  <5.00 250 250 248 240 99.0 56.0 75-125 3.2 20
TCLP Lead mg/L.  0.807 2.50 2.50 3.05 3.04 50.0 89.0 75-125 0.3 20
TCLP Magnesium mg/L  <5.00 250 250 248 238 99.0 95.0 75-125 4.1 20
TCLP Manganese mg/L  0.509 2.50 2.50 2.86 2.76 54.0 90.0 75-125 3.5 20
TCLP Nickel mg/L  <0.075 2.50 2.50 2.25 2.21 90.0 88.0 75-125 1.7 20
TCLP Selenium mg/L  <0.125 2.50 2.50 2.34 2.32 94.0 93.0 75-125 0.8 20
TCLP Silver mg/L  <0.025 1.00 1.00 0.908 0.892 91.0 89.0 75-125 1.7 20
TCLP Thallium mg/L  <0.050 2.50 2.50 2.24 2.21 90.0 88.0 75-125 1.3 20
TCLP Vanadium mg/L  <0.125 2.50 2.50 2.39 2.33 96.0 93.0 75-125 2.5 20
TCLP Zinc mg/L 5.48 2.50 2.50 7.52 7.50 82.0 81.0 75-125 0.2 20
Post Digestion Spike V 90358-PDS-V12820
PDS % Analyzed
Parameter Units  Resuit Recovery
TCLP Aluminum mg/L 12.1 97.0 12/14/21 22:24
TCLP Antimony mg/L 1.25 100 12/14/21 22:24
TCLP Arsenic mg/L 1.14 91.0 12/14/21 22:24
TCLP Barium mg/L 1.18 94.0 12/14/21 22:24
TCLP Beryllium mg/L 1.17 93.0 12/14/21 22:24
TCLP Cadmium mg/L 1.36 95.0 12/14/21 22:24
TCLP Calcium mg/L 465 96.0 12/14/21 22:24
Date: 12/17/2021 01:03 PM Page 8 of 11
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Client ID:

Project Description:

ANALYTIC

Ensafe, Inc.

American Zinc Products

449 Springhrook Bd, Charlotts, NC 28217

Quality Control Data

Plain 704.529.6364

wwenrsvaypointanalytical.com

Report No: 21-343-0014
QC Prep: V12820 QC Analytical Batch(es): V12824
QC Prep Batch Method: SW-3010A_6020B Analysis Method: 6020B

Analysis Description:

Metals Analysis (TCLP)

Post Digestion Spike

V 90358-PDS-V12820

PDS % Analyzed

Parameter Units  Result Recovery

TCLP Chromium mg/L 1.18 94.0 12/14/21 22:24
TCLP Cobalt mg/L 1.15 92.0 12/14/21 22:24
TCLP Copper mg/L 1.17 93.0 12/14/21 22:24
TCLP Tron mg/L 12.3 99.0 12/14/21 22:24
TCLP Lead mg/L 1.53 92.0 12/14/21 22:24
TCLP Magnesium mg/L 12.9 103 12/14/21 22:24
TCLP Manganese mg/L 1.43 95.0 12/14/21 22:24
TCLP Nickel mg/L 1.14 91.0 12/14/21 22:24
TCLP Selenium mg/L 1.17 94.0 12/14/21 22:24
TCLP Silver mg/L 1.16 93.0 12/14/21 22:24
TCLP Thallium mg/L 1.13 91.0 12/14/21 22:24
TCLP Vanadium mg/L 1.14 91.0 12/14/21 22:24
TCLP Zinc mg/L 3.85 96.0 12/14/21 22:24

Date:

12/17/2021 01:03 PM
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ANALYTIC

449 Springhrook Bd, Charlotts, NC 28217
Plain 704.528.6368
wwenrsvaypointanalytical.com

Quality Control Data

Client ID: Ensafe, Inc.

Project Description: American Zinc Products

Report No: 21-343-0014

QC Prep: V12751 QC Analytical Batch(es): V12798
QC Prep Batch Method: 7470A Analysis Method: 7470A

Analysis Description:

Total Aqueous Mercury Analysis - CVAA

Lab Reagent Blank

Associated Lab Samples:

LRB-V12751
90211, 90213, 90215

Matrix: AQU

Blank MDL MQL Analyzed
Parameter Units  Result
Mercury (Total) mg/L <0.00007 0.00007 0.00020 12/13/21 19:00
Laboratory Control Sample LCS-V12751
. Spike LCS LCS %Rec % Rec
Parameter Units  Conc. Result Limits
Mercury (Total) mg/L  0.00937 0.00934 100 80-120
Matrix Spike & Matrix Spike Duplicate V 90211-MS-V12751  V 90211-MSD-V12751
. MsS Spike MSD  MS Result MSD Ms MsD %Rec Max
Parameter Units Result Conc. Spike Result %Rec  %Rec Limits RPD RPD
Conc,
Mercury (Total) mg/L <0.00007 ©.00937 0.00937 0.00928 0.00912 99.0 97.0 80-120 1.7 20
Post Digestion Spike V 90211-PDS-V12751
PDS % Analyzed
Parameter Units Result Recovery
mg/L  0.00460 98.0 12/13/21 19:25

Mercury (Total)

Date:

12/17/2021 01:03 PM
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ANALYTIC

Quality Control Data

449 Springhrook Bd, Charlotts, NC 28217
Main 704.538.6364

wwenrsvaypointanalytical.com

Client ID: Ensafe, Inc.

Project Description: American Zinc Products

Report No: 21-343-0014

QC Prep: V12862 QC Analytical Batch(es): V12903
Analysis Method: 7470A

QC Prep Batch Method: 7470A

Analysis Description:

Total Aqueous Mercury Analysis - CVAA (TCLP)

Lab Reagent Blank LRB-V12862 Matrix: TCL
Associated Lab Samples: 90217
Blank MQL Analyzed
Parameter Units  Result
TCLP Mercury mg/L  <0.0002 0.0002 12/15/21 19:37
Laboratory Control Sample LCS-V12862
. Spike LCS LCS %Rec % Rec
Parameter Units  Conc. Result Limits
TCLP Mercury mg/L  0.0093 0.0093 99.0 80-120
Matrix Spike & Matrix Spike Duplicate V 90358-MS-V12862  V 90358-MSD-V12862
. MsS Spike MSD  MS Result MSD Ms MsD %Rec Max
Parameter Units Result Conc. Spike Result %Rec  %Rec Limits RPD RPD
Conc,
mg/L <0.0002  0.0093 0.0093 0.0095 0.0099 101 106 80-120 4.1 20

TCLP Mercury

Post Digestion Spike

V 90358-PDS-V12862

PDS % Analyzed
Parameter Units Result Recovery
mg/L  0.0044 95.0 12/15/21 19:59

TCLP Mercury

Date: 12/17/2021 01:03 PM
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ANALYTICAL

Shipment Receipt Form

Customer Number: 00133
Customer Name: Ensafe, Inc.
Report Number:  21-343-0014

Shipping Method

44% Springbrook Rd, Charlotte, O 283217

Miain 7O4.528.6384

v waypointanalytical.oom

() Fed Ex () US Postal @ Lab () Other :

() UPS () Client () Courier Thermometer ID: IRT-152.7C
Shipping container/cooler uncompromised? @) Yes () No

Number of coolers/boxes received 1

Custody seals intact on shipping container/cooler? () Yes ( ) No @ Not Present
Custody seals intact on sample bottles? () Yes ( )No (@ Not Present
Chain of Custody (COC) present? @) Yes ( )No

COC agrees with sample label(s)? @) Yes () No

COC properly completed @ Yes () No

Samples in proper containers? @ Yes ( )No

Sample containers intact? @ Yes () No

Sufficient sample volume for indicated test(s)? @ Yes () No

All samples received within holding time? @ Yes ( )No

Cooler temperature in compliance? @ Yes () No

Cooler/Sampiles arrived at the laboratory on ice. @) Yes ( )No

Samples were considered acceptable as cooling

process had begun.

Water - Sample containers properly preserved @ Yes () No () N/A
Water - VOA vials free of headspace () Yes () No @ N/A
Trip Blanks received with VOAs () Yes () No ® N/A
Soil VOA method 5035 — compliance criteria met () Yes () No @ N/A

""" High concentration container (48 hr)

High concentration pre-weighed (methanol -14 d)

Low concentration EnCore samplers (48 hr)

Low conc pre-weighed vials (Sod Bis -14 d)

Special precautions or instructions included?

() Yes

® No

Comments:

Signature: Sarah J. Locklear

Page 22 of 23
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